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the radiation safety of the unit or the
source(s).

(b) Except for low dose-rate remote
afterloader units, only a person specifi-
cally licensed by the Commission or an
Agreement State shall install, replace,
relocate, or remove a sealed source or
source contained in other remote
afterloader units, teletherapy units, or
gamma stereotactic radiosurgery
units.

(c) For a low dose-rate remote
afterloader unit, only a person specifi-
cally licensed by the Commission or an
Agreement State or an authorized med-
ical physicist shall install, replace, re-
locate, or remove a sealed source(s)
contained in the unit.

(d) A licensee shall retain a record of
the installation, maintenance, adjust-
ment, and repair of remote afterloader
units, teletherapy units, and gamma
stereotactic radiosurgery units in ac-
cordance with §35.2605.

§35.610 Safety procedures and instruc-
tions for remote afterloader units,
teletherapy wunits, and gamma
stereotactic radiosurgery units.

(a) A licensee shall—

(1) Secure the unit, the console, the
console keys, and the treatment room
when not in use or unattended;

(2) Permit only individuals approved
by the authorized user, Radiation Safe-
ty Officer, or authorized medical physi-
cist to be present in the treatment
room during treatment with the
source(s);

(3) Prevent dual operation of more
than one radiation producing device in
a treatment room if applicable; and

(4) Develop, implement, and maintain
written procedures for responding to an
abnormal situation when the operator
is unable to place the source(s) in the
shielded position, or remove the pa-
tient or human research subject from
the radiation field with controls from
outside the treatment room. These pro-
cedures must include—

(i) Instructions for responding to
equipment failures and the names of
the individuals responsible for imple-
menting corrective actions;

(ii) The process for restricting access
to and posting of the treatment area to
minimize the risk of inadvertent expo-
sure; and

§35.615

(iii) The names and telephone num-
bers of the authorized users, the au-
thorized medical physicist, and the Ra-
diation Safety Officer to be contacted
if the unit or console operates abnor-
mally.

(b) A copy of the procedures required
by paragraph (a)(4) of this section must
be physically located at the unit con-
sole.

(c) A licensee shall post instructions
at the unit console to inform the oper-
ator of—

(1) The location of the procedures re-
quired by paragraph (a)(4) of this sec-
tion; and

(2) The names and telephone numbers
of the authorized users, the authorized
medical physicist, and the Radiation
Safety Officer to be contacted if the
unit or console operates abnormally.

(d) A licensee shall provide instruc-
tion, initially and at least annually, to
all individuals who operate the unit, as
appropriate to the individual’s assigned
duties, in—

(1) The procedures identified in para-
graph (a)(4) of this section; and

(2) The operating procedures for the
unit.

(e) A licensee shall ensure that opera-
tors, authorized medical physicists,
and authorized users participate in
drills of the emergency procedures, ini-
tially and at least annually.

(f) A licensee shall retain a record of
individuals receiving instruction re-
quired by paragraph (d) of this section,
in accordance with §35.2310.

(g) A licensee shall retain a copy of
the procedures required by
§§35.610(a)(4) and (d)(2) in accordance
with §35.2610.

§35.615 Safety precautions for remote
afterloader units, teletherapy units,
and gamma stereotactic
radiosurgery units.

(a) A licensee shall control access to
the treatment room by a door at each
entrance.

(b) A licensee shall equip each en-
trance to the treatment room with an
electrical interlock system that will—

(1) Prevent the operator from initi-
ating the treatment cycle unless each
treatment room entrance door is
closed;

(2) Cause the source(s) to be shielded
when an entrance door is opened; and
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